
 

 

0.  

Letter of Confirmation 
Issued to Amadeus IT Group SA 

for test report issued on the 22nd of June 2026 for 

ISO/IEC 30107-3 Compliant Presentation Attack Detection (PAD) Level 2 Evaluation of  

Amadeus BioPod Econ (Camera: See3cam_cu81) & Amadeus BioPod Alvium (Camera: Allied Vision 1800 U-500C)  

- Items Under Test (IUT) 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

                           

 

 

_______________ 

Ms. Somya Singh 

General Manager 

BixeLab Pty Ltd 

info@bixelab.com 

_______________ 

Dr. Ted Dunstone 

Senior Responsible Officer 

BixeLab Pty Ltd 

info@bixelab.com 

 

To whom it may concern,  
 

BixeLab (NVLAP Lab Code: 600301-0) is accredited by the NIST-administered National Voluntary Laboratory Accreditation 
Program (NVLAP) to ISO/IEC 17025:2017, for specific services listed on the Scope of Accreditation for Biometrics Testing 
(certificate and scope may be downloaded from the NVLAP website). 
 
Between 8th May and 15th June 2026, BixeLab conducted an ISO/IEC 30107-3 compliant biometric presentation attack 
detection (PAD) evaluation of the Item Under Test (IUT). The evaluation took place at the BixeLab headquarters located in the 
Australian Capital Territory, Australia. 
 

The PAD evaluation was completed to Level 2 sophistication in a secure laboratory testing environment using six Level 2 
presentation attack instrument (PAI) species for the face modality. BixeLab utilised 12 demographically diverse, unique, and 
consenting test subjects for bona fide presentations. Ten of these subjects were also used as the source subjects for the six 
Level 2 PAI species. 

The evaluation focused on assessing the PAD mechanisms within the process flow. A total of 300 Level 2 presentation attack 
transactions were conducted across six PAI species, and 60 bona fide presentation transactions were completed across 12 
test subjects (two subjects completed Bona fide tests only). 
 

The following performance outcomes were observed for the IUT based on the completed evaluation: 

1. Presentation Attack Detection Performance:  
a. 10 classification errors across the 300 Level 2 presentation attacks for Alvium device.  

i. 7/10 of these classification errors being from balaclava tests.  
b. 9 classification errors across the 300 Level 2 presentation attacks for Econ device 

i. 8/9 of these classification errors being from balaclava tests. 
2. Bona Fide Performance: 

a. 5 classification error across 60 bona fide presentations were recorded for the Alvium device. 
b. 0 classification error across 60 bona fide presentations were recorded for the Econ device. 

 

A detailed test and analysis report was generated to support the findings. For the associated APNRR and BPNRR metrics and 
per-species outcomes, please refer to the test report [26_BXL040_TR_00 Amadeus v1.0]. 
 

This letter confirms that the IUT - Amadeus BioPod Econ & Amadeus BioPod Alvium - were both tested in compliance with the 
applicable ISO/IEC 30107 – 3 specifications to a level 2 sophistication for presentation attack detection testing and reporting. 
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